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© Compensating for Effects of Humidity on Electronic Noses 

Corrections are derived from outputs of separate humidity and temperature sensors. 

NASA’s Jet Propulsion Laboratory, Pasadena, California 


A method of compensating for the ef- 
fects of humidity on the readouts of elec- 
tronic noses has been devised and 
tested. The method is especially appro- 
priate for use in environments in which 
humidity is not or cannot be controlled 
— for example, in the vicinity of a chem- 
ical spill, which can be accompanied by 
large local changes in humidity. 

Heretofore, it has been common prac- 
tice to treat water vapor as merely another 
analyte, the concentration of which is de- 
termined, along with that of the other an- 
alytes, in a computational process based 
on deconvolution. This practice works 
well, but leaves room for improvement: 
changes in humidity can give rise to large 
changes in electronic-nose responses. If 
corrections for humidity are not made, 
the large humidity-induced responses 
may swamp smaller responses associated 
with low concentrations of analytes. 


The present method offers an im- 
provement. The underlying concept is 
simple: One augments an electronic 
nose with a separate humidity and a 
separate temperature sensor. The out- 
puts of the humidity and temperature 
sensors are used to generate values that 
are subtracted from the readings of the 
other sensors in an electronic nose to 
correct for the temperature-dependent 
contributions of humidity to those 
readings. Hence, in principle, what re- 
mains after corrections are the contri- 
butions of the analytes only. Laboratory 
experiments on a first-generation elec- 
tronic nose have shown that this 
method is effective and improves the 
success rate of identification of ana- 
lyte/water mixtures. Work on a second- 
generation device was in progress at the 
time of reporting the information for 
this article. 


This work was done by Margie Homer, 
Margaret A. Ryan, Kenneth Manatt, Hany- 
ing Zhou, and Allison Manfreda of Caltech 

for NASA’s Jet Propulsion Laboratory. 

Further information is contained in a TSP 
(see page 1 ). 

In accordance with Public Law 96-517, 
the contractor has elected to retain title to this 
invention. Inquiries concerning rights for its 
commercial use should be addressed to: 
Innovative Technology Assets Management 

JPL 

Mail Stop 202-233 
4800 Oak Grove Drive 
Pasadena, CA 91109-8099 
(818) 354-2240 
E-mail: iaoffice@jpl.nasa.gov 
Refer to NPO-30615, volume and number 
of this NASA Tech Briefs issue, and the 
page number. 


© Brush/Fin Thermal Interfaces 

High thermal conductance sliding interfaces can be achieved. 

Lyndon B. Johnson Space Center, Houston, Texas 


Brush/fin thermal interfaces are being 
developed to increase heat-transfer effi- 
ciency and thereby enhance the thermal 
management of orbital replaceable units 
(ORUs) of electronic and other equip- 
ment aboard the International Space Station. 
Brush/fin thermal interfaces could also be 
used to increase heat-transfer efficiency in 
terrestrial electronic and power systems. 

In a typical application according to 
conventional practice, a replaceable heat- 
generating unit includes a mounting sur- 
face with black-anodized metal fins that 
mesh with the matching fins of a heat sink 
or radiator on which the unit is mounted. 
The fins do not contact each other, but 
transfer heat via radiation exchange. A 
brush/fin interface also includes inter- 
meshing fins, the difference being that 
the gaps between the fins are filled with 
brushes made of carbon or other fibers. 
The fibers span the gap between inter- 
meshed fins, allowing heat transfer by 


conduction through the fibers. The fibers 
are attached to the metal surfaces as vel- 
vetlike coats in the manner of the carbon- 
fiber brush heat exchangers described in 
the preceding article. The fiber brushes 
provide both mechanical compliance and 
thermal contact, thereby ensuring low 
contact thermal resistance. 

A certain amount of force is required to 
intermesh the fins due to sliding friction 
of the brush’s fiber tips against the fins. 
This force increases linearly with penetra- 
tion distance, reaching ~1 psi (~6.9 kPa) 
for full 2-in. (5.1 cm) penetration for the 
conventional radiant fin interface. Re- 
moval forces can be greater due to fiber 
buckling upon reversing the sliding direc- 
tion. This buckling force can be greatly re- 
duced by biasing the fibers at an angle 
perpendicularly to the sliding direction. 
Means of containing potentially harmful 
carbon fiber debris, which is electrically 
conductive, have been developed. 


Small prototype brush/fm thermal in- 
terfaces have been tested and found to 
exhibit temperature drops about one- 
sixth of that of conventional meshing-fin 
thermal interface, when fabricated as a 
retrofit. In this case, conduction 
through the long, thin metal fins them- 
selves becomes a thermal bottleneck. 
Further improvement could be made by 
prescribing aluminum fins to be shorter 
and thicker than those of the conven- 
tional meshing-fin thermal interfaces; 
the choice of height and thickness 
would be optimized to obtain greater 
overall thermal conductance, lower 
weight, and lower cost. 

This work was done by Timothy R. 
Knowles, Christopher L. Seaman, and Brett 
M. Ellman of Energy Science Laboratories, 
Inc., for Johnson Space Center. For further 
information, contact the Johnson Commercial 
Technology Office at (281) 483-3809. 
MSC-23050 
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